2D-Omnidirectional Hard-X-Ray Scattering Sensitivity in a Single Shot by Kagias, Matias et al.
Zurich Open Repository and
Archive
University of Zurich
Main Library
Strickhofstrasse 39
CH-8057 Zurich
www.zora.uzh.ch
Year: 2016
2D-Omnidirectional Hard-X-Ray Scattering Sensitivity in a Single Shot
Kagias, Matias; Wang, Zhentian; Villanueva-Perez, Pablo; Jefimovs, Konstantins; Stampanoni, Marco
DOI: 10.1103/PhysRevLett.116.093902
Posted at the Zurich Open Repository and Archive, University of Zurich
ZORA URL: http://doi.org/10.5167/uzh-128221
Veröffentlichte Version
Originally published at:
Kagias, Matias; Wang, Zhentian; Villanueva-Perez, Pablo; Jefimovs, Konstantins; Stampanoni, Marco
(2016). 2D-Omnidirectional Hard-X-Ray Scattering Sensitivity in a Single Shot. Physical Review Letters,
116(9):093902. DOI: 10.1103/PhysRevLett.116.093902
2D-Omnidirectional Hard-X-Ray Scattering Sensitivity in a Single Shot
Matias Kagias, Zhentian Wang, Pablo Villanueva-Perez, Konstantins Jefimovs, and Marco Stampanoni*
Swiss Light Source, Paul Scherrer Institute, 5232 Villigen, Switzerland
Institute for Biomedical Engineering, University and ETH Zurich, 8092 Zurich, Switzerland
(Received 17 December 2015; published 3 March 2016)
X-ray scattering imaging can provide complementary information to conventional absorption based
radiographic imaging about the unresolved microstructures of a sample. The scattering signal can be
accessed with various methods based on coherent illumination, which span from self-imaging to speckle
scanning. The directional sensitivity of the existing real space imaging methods is limited to a few
directions on the imaging plane and requires scanning of the optical components, or the rotation of either
the sample or the imaging setup, in order to cover the full range of possible scattering directions. In this
Letter the authors propose a new method that allows the simultaneous acquisition of scattering images in all
possible directions in a single shot. This is achieved by a specialized phase grating and a detector with
sufficient spatial resolution to record the generated interference fringe. The structural length scale
sensitivity of the system can be tuned by varying its geometry for a fixed grating design. Taking into
account ongoing developments in the field of compact x-ray sources that allow high brightness and
sufficient spatial coherence, the applicability of omnidirectional scattering imaging in industrial and
medical settings is boosted significantly.
DOI: 10.1103/PhysRevLett.116.093902
X-ray grating interferometry (GI) can provide simulta-
neously three complementary contrasts: absorption, differ-
ential phase, and small-angle scattering [1–3] also known as
dark-field. The phase signal is highly sensitive to the electron
density variations in the sample and can reveal differences
between materials with similar absorption properties. The
dark-field signal is able to access unresolved structural
variations of the sample in the (sub)micrometer scale, which
is beyond the resolution capability of the imagingmodality. It
has been demonstrated that both differential phase and dark-
field signals can provide valuable information additional
to the conventional absorption contrast in medical imaging
[4–6], material science, and nondestructive testing [7].
Especially, the dark-field signal has drawn great attention
due to its success in providing quantitative or inaccessible
structural information in radiographic applications [8–12].
In general, the dark-field signal exhibits highly direc-
tional behavior if the underlying microstructure of the
sample is anisotropic. However, up to now GI has mainly
been composed of linear gratings and the dark-field
sensitivity is therefore only perpendicular to the grating
lines. To obtain multiple-direction dark-field sensitivity,
either the sample or the interferometer needs to be rotated
[13–14], which is a time-consuming procedure. The usage
of 2D gratings can mitigate the issue but can only provide
dark-field sensitivity in up to four directions. Moreover, the
noise performance is not the same in all directions due to
the different modulation orders of the phase stepping
curves [15]. An alternative speckle scanning technique
[16–17] is proposed to sense the dark-field signal by
scanning a membrane in the direction of interest; however,
only two directions can be obtained. To cope with samples
containing structures with an unknown orientation, it would
be favorable to achieve an omnidirectional dark-field
sensitivity with a straightforward imaging setup, without
requiring motion of the sample or the optical elements. This
would ensure that all microstructures, highly oriented or
not, can be detected. In this work, we propose a single-shot
imaging method with 2D-ominidirectional dark-field sen-
sitivity using a grating design consisting of a 2D repetition
of a small pitch circular grating. To achieve single-shot
imaging, the self-image of the grating is recorded with
sufficient spatial resolution. Local fringe analysis is then
performed to obtain the dark-field signal of the sample in
all directions of the imaging plane. In addition, the differ-
ential phase contrast (DPC) in the vertical and horizontal
directions can also be retrieved.
The proposed grating can be understood as a 2D periodic
repetition of a unit cell; a schematic representation is given
in Fig. 1(a). In order to obtain equal sensitivity in all
directions of the imaging plane a periodic shape with a
circular symmetry is necessary. The only geometrical shape
conforming to this requirement is a circular grating. The
design is characterized by two periodicities: a global one P,
which is the repetition rate of a unit cell, and a local one g1,
which is the period within the unit cell. Optimum coverage
of the full field of view (FOV) can be achieved when the
aforementioned periodicities follow the relation P ¼ Ng1,
N ∈ N. The main assumptions for extracting meaningful
information from such an imaging setup are that the
sample properties, i.e., the absorption, phase, and scattering
distributions, are single valued within one repetition of the
PRL 116, 093902 (2016) P HY S I CA L R EV I EW LE T T ER S
week ending
4 MARCH 2016
0031-9007=16=116(9)=093902(5) 093902-1 © 2016 American Physical Society
unit cell. The unit cell periodicity P will define the pixel
size of the final image with which the directional dark-field
DPC in the x and y directions and the absorption signals
will be reconstructed. Hence, P has to be chosen appro-
priately according to the desired spatial resolution and
sample properties. The period of the circular grating g1 will
define the dark-field sensitivity but should be large enough
in order to be recorded directly by the detector in use. The
detector is placed at the Talbot distance [1], which for a
parallel beam geometry and a π=2 shift grating is given by
Dm ¼ m
g21
2λ
; ð1Þ
wherem ¼ 1; 2; 3;…, g1 is the period of the circular unit cell
and λ is the x-ray wavelength. The generated image at this
distance will not be a perfect self-image due to the finite
number of periods contained in one unit cell. This will result
in border effects between consecutive unit cells. This effect is
mostly noticeable in the diagonal direction. However, due to
the finite coherence length of the incoming beam these
effects are mitigated and a reasonable approximation of the
self-image can be observed as seen in Fig. 1(a). In conven-
tional grating interferometry the dark-field signal is extracted
from the observed visibility reduction of the generated
interference fringe due to the sample. A broadening of the
angular distribution of the incoming beamwill be introduced
due to small angle scattering. This broadening will smear out
the interference fringe and cause visibility reduction. In the
case of a circular grating and constant sample properties
within the area of the grating, the detection of the visibility
reduction along different radii is equivalent to the retrieval of
directional dark-field images of the sample under all possible
angles defined on the imaging plane.
In general the sample under examination can be
described by the spatial variations of the refractive index;
the fine spatial variations cause small angle scattering. On
the other hand the resolvable variations cause refraction of
the incoming beam, which will introduce a shift of the
location of the interference fringe [18]. For the proposed
grating design this means a shift on the imaging plane of the
local circular gratings. By measuring this shift DPC images
in the x and y direction can be extracted.
A standard experiment requires the acquisition of two
images: a flat image with only a grating and a sample image
with both a grating and sample in the beam. It is assumed
that the spatial resolution capability of the detector is
sufficient to record the generated interference fringe. Once
the flat image has been recorded a unit cell finding
algorithm is used to detect each unit cell since they are
analyzed individually. Because of the circular nature of the
unit cells they exhibit a clear maximum of intensity at the
center point [19]; this maximum is used as a detection
criterion of the unit cells. Once the centers have been
detected, the square area around each center corresponding
to the projected size of the grating unit cell is cropped. The
recorded flat self-image of the unit cell ðn;mÞ can be
approximated with the following equation:
Iðn;mÞf ðx; yÞ ≈ Aðn;mÞf þ Bðn;mÞf ðθÞ cos

2π
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
x2 þ y2
p
g1

;
ð2Þ
where x, y are the local Cartesian coordinates at each unit
cell ðn;mÞ with the origin being defined as the center of the
unit cell, θ is the angle arctanðy=xÞ, Afðn;mÞ denotes the
average intensity in the defined area, and Bfðn;m; θÞ is the
FIG. 1. Schematic of experimental setup. From left to right: the source of coherent x-rays, the carbon fiber loop used as the sample, the
phase grating accompanied by the SEM image (b) of the fabricated grating (scale bar: 10 μm), and the x-ray detector with the projected
experimental interference fringe at 17.14 cm with an effective pixel size of 0.65 μm. A schematic (c) of the recorded fringe is also
presented to explain the local coordinates regarding the final images.
PRL 116, 093902 (2016) P HY S I CA L R EV I EW LE T T ER S
week ending
4 MARCH 2016
093902-2
angular dependent scattering coefficient. The annotations
concerning the local coordinate systems of each unit cell
are summarized in Fig. 1(c). When the sample is introduced
in the beam the fringe at each unit cell will be
Iðn;mÞs ðx; yÞ
≈ Aðn;mÞs þ Bðn;mÞs ðθ0Þ cos

2π
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
ðx − x0Þ2 þ ðy − y0Þ2
p
g1

;
ð3Þ
where
θ0 ¼ arctan

y − y0
x − x0

ð4Þ
and ðx0; y0Þ corresponds to the shift of each unit cell due to
the refraction of the sample. The transmission contrast can
be obtained in a straightforward manner by calculating the
ratio of the average sample and flat measurements at each
unit cell
Tðn;mÞ ¼
P
x
P
yI
ðn;mÞ
s ðx; yÞP
x
P
yI
ðn;mÞ
f ðx; yÞ
¼ A
ðn;mÞ
s
Aðn;mÞf
: ð5Þ
Before calculating the dark-field signal both the flat and
sample measurements are transformed from Cartesian to
polar coordinates. The dark-field signal at angle ϕ is
calculated by using Fourier analysis in a similar manner
to standard grating interferometry. Specifically, the discrete
Fourier transform Rk of the line passing through the center
of the unit cell at each angle ϕ is calculated; the dark-field
signal at that angle is then given from the ratio of the Nth
harmonic. In more detail each directional image is obtained
from the following equation:
Cðn;m;ϕÞ ¼ R
s
NR
f
0
RfNR
s
0
¼ B
ðn;mÞ
s ðθ0 ¼ ϕÞAðn;mÞf
Bðn;mÞf ðθ ¼ ϕÞAðn;mÞs
: ð6Þ
The angular resolution of the dark-field images is mainly
dictated by the number of pixels contained in one unit cell
and the spatial resolution of the detector. Another factor
that comes into play is the interpolation method used for
converting the Cartesian sampled fringe into discrete polar
coordinates. In the worst case of a nearest neighbor
interpolation the number of scattering images one can
obtain isMπ=2, whereM is the number of sampling points
along the x and y directions. Therefore, the supremum of
the angular resolution is 2=M rad. The phase shift intro-
duced by the refraction caused by the sample can be
extracted from the displacement ðx0; y0Þ. The analytical
signal along x or y is calculated for both the flat and sample
measurements by means of the Hilbert transform. The
analytical signals can be used to extract the local phase
difference of the fringes as described in Ref. [20].
Theoretically, this local phase difference, when expressed
in polar coordinates, is given by
Φðρ; θ; θ0; ρ0Þ ¼
2π
g1
 ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
ρ2 þ ρ20 − 2ρρ0 cos ðθ − θ0Þ
q
− ρ

ð7Þ
The detailed calculation of this local phase shift is given in
the Supplemental Material [21]. Least mean square fitting
can be utilized to estimate the shift ðρ0; θ0Þ and in turn
ðx0; y0Þ. The phase shift can also be extracted by other
methods based on the cross correlation of the two fringes
like spatial mapping [22–23].
The validity of the proposed technique was demonstrated
with experimental measurements performed at the TOMCAT
beam line [24], Swiss Light Source, Switzerland. The exper-
imental setup is summarized in Fig. 1(a). A phase shifting
grating with a radial period of 5 μm and unit cell period of
25 μm was fabricated in house by e-beam lithography and
deep reactive ion etching of Si. The grating was etched to a
depth of 10.92 μm, which at 17 keV illumination produces a
phase shift of π=2. A scanning electron microscopy (SEM)
image of the fabricated grating can be seen in Fig. 1(b). The
gratingwas placed 25m from the source; the distance between
the grating and the detector was set to be equal to the first
fractional Talbot distance for the given energy and grating
pitch, which was equal to 17.14 cm. The sample was always
placed prior to the phase grating and as close as possible to it.
The photon energywas selected by aSi [111]monochromator.
The x rays were converted to visible light with a 20 μm thick
LuAG:Ce scintillator (lutetium aluminum garnet activated by
cerium) and then recordedbyapco.edge4.2CCDcamerawith
a tenfold magnification. The tenfold magnification resulted in
an effective pixel size of 0.65 μm, which allowed the
successful recording of the interference fringe. Part of the
experimental fringe on the detector can be seen in Fig. 1(a).
However, at this magnification the FOV is limited to 1.2 mm;
therefore, multiple scans were performed in order to image
samples of larger dimensions, and the final images were
composed by stitching together the individual images from
each scan. For the proof of principle a loop of carbon fibers
was selected as a validation sample. The dark-field signal from
the fibers depends on their orientation; therefore, the loop will
produce scattering covering all the angular directions on the
imaging plane. The exposure time for each full FOVacquis-
ition was 10 s; flat field measurements were performed in
between each scan in order tominimize background variations
due to potential instabilities of the beam and optical compo-
nents. The total acquisition time was mainly dictated by the
slow motion of the linear stage that moves the sample in and
out from the beam to acquire the flat field measurements and
the low flux of the Si [111] monochromator.
A total number of 25 directional dark-field images cover-
ing the range ½0; π were calculated. The conversion from
Cartersian to polar coordinates was done by bicubic inter-
polation. The individual scattering images are shown in a
video in the Supplemental Material [21]. To avoid displaying
all the individual scattering images, an image representing the
most prominent scattering direction is composed as proposed
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in previous publications [25]. At each pixel the angular
scattering distribution can be fitted by a cosine as described in
Ref. [25]. The validity of this model is limited to scattering
systems exhibiting a single preferred scattering direction. The
average value describes the mean scattering strength of the
corresponding location of the sample; the amplitude is
characteristic of the directionality of the scattering and the
phase of the fitted cosine defines the strongest scattering
angle. The directional scattering information, including the
scattering strength and the angle, is encoded into a single
imageusing the hue saturationvalue (HSV) color space.More
specifically, the hue corresponds to the scattering angle; the
saturation is set to 1 and thevalue is defined as the normalized
amplitude of the scattering directionality in order to fill the
span [0,1],meaning that dark areas in the image correspond to
areas with no directional scattering. In Fig. 2 the directional
scattering image of a carbon fiber loop is shown. The color of
the loop changes according to the direction caused by the
orientation of the fibers. The absorption and DPC images are
included in the Supplemental Material [21]. A second,
biological sample was also scanned with the same imaging
parameters as the carbon fiber loop. The selected sample was
abutterfly fixedon the tip of a steel needle.The corresponding
images are presented in Figs. 3 with Fig. 3(a) being the
transmission image, Fig. 3(b) the DPC in the x direction,
Fig. 3(c) the DPC in the y direction, and Fig. 3(d) the
directional scattering image. The butterfly exhibits a number
of interesting features. The body of the butterfly has strong
scattering characteristics but not a strong directionality; the
wings on the other hand exhibit highly directional scattering
of various intensities. These strongly scattering structures of
thewings aremainly theveins,whileweaker scattering can be
observed from the scales of thewings; the signal strength was
limited due to the low thickness of thewing. The secondwing
of the butterfly was roughly aligned with the beam; this
resulted in a higher projected thickness and in turn to a high
scattering signal. Other anatomical features that are clearly
visible in the directional scattering image are the antennas and
legs of the butterfly. The size range of the structures that the
current system is sensitive to can be related to the so called
autocorrelation length [18,26], which is given by d ¼ λz=g1,
where λ is the x-ray wavelength and z is the distance between
the sample and the detector. For the given configuration the
autocorrelation length is 2.5 μm. However, by tuning the
imaging distance different length scales can be sensed.
The main principle of detecting the visibility reduction in
all directions is based on the capability of recording the
generated interference fringe directly. This allows a single-
shot acquisition scheme and simultaneously removes the
need for absorption gratings that with the current technol-
ogies exhibit major fabrication challenges [27–28]. At the
moment appropriate optics are used in order to achieve the
necessary resolution to resolve the fringe; however, recent
FIG. 2. Multidirectional scattering image of a carbon fiber loop;
the orientation of the fibers is modulated with the color encoding
the strongest scattering direction at each pixel.
FIG. 3. (a) Absorption, (b) differential phase along x, (c) differential phase along y, and (d) directional scattering image of a butterfly
fixed on a steel needle. The extracted scattering orientations are related to structures in the size range of the autocorrelation length of the
system, which in our case is 2.5 μm.
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developments in detector research have made possible
resolution enhancement beyond the pixel size of charge
integrating hybrid detectors with single photon sensitivity
[29]. Combining such detectors with omnidirectional sen-
sitive interferometry might result in a highly promising
approach to low-dose, high-sensitive imaging.
To summarize, the authors have presented an interfer-
ometer functioning in a single-shot mode with the follow-
ing characteristics: omnidirectional dark-field sensitivity
covering all possible directions on the imaging plane,
differential phase contrast images in both the x and y
directions, and absorption contrast. This is achieved with a
dedicated grating design composed of local circular gra-
tings that are repeated in a mosaic manner. No rotation or
scanning of the sample or the gratings is necessary during
acquisition compared to existing methods. The angular
sensitivity is dictated by the repetition rate of the unit cell
and the spatial resolution of the detector in use. The
feasibility of the method was demonstrated by imaging a
sample with a predictable behavior in a beam line setting. A
biological sample was also examined in order to demon-
strate the performance of the method on realistic structures.
The proposed method grossly simplifies the access to
multidirectional dark-field information; this is accom-
plished by transforming what used to be a complicated
experimental setup into a single-shot–single-grating experi-
ment. This simplification in combination with highly bright
and coherent compact x-ray sources can make GI with
omnidirectional scattering sensitivity applicable in medical
and industrial settings.
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